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Flow stop free-flow protection is an integral 
set-based free-flow protection device that 
has been added to CADD® administration sets.

CADD® Administration Sets 
with Flow Stop 
Quick Reference Card

CADD-Legacy® Pumps
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If using a syringe:

1. Remove all air from the syringe.
2. Close all tubing clamps.
3. Remove the protector cap from the luer.
4. Using aseptic technique, connect the luer on the short 

piece of tubing to the syringe.

If using an IV bag:

1. Remove all air from the IV bag.
2. Close all tubing clamps.
3. Remove protective cap from the bag spike. 
4. Using aseptic technique, insert the spike into the IV bag port.

Step 1- Connect the Tubing

 For pump priming:
1. Remove the blue clip from the cassette.

2. Insert the cassette hooks into the pump’s hinge pins.

WARNING: Leave the blue clip on the cassette in place 
until ready to attach the cassette to the pump. Storing the 
cassette with the blue clip removed may affect delivery 
accuracy.

Step 2- Prime the Tubing
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3. Place pump with cassette on firm surface and push down 
on top of pump so cassette fits tightly against  
the pump.

4. Insert a CADD® pump key or coin into the lock, push in and 
turn counter clockwise until the line on the lock lines up 
with the arrow on the side of the pump and you feel the 
lock click into place.

5. Open all clamps.
6. Prime the tubing using the pump’s priming feature 

according to the pumps Instructions for Use. Ensure that 
the entire fluid path is free of all air. 

7. Close all tubing clamps.

For gravity priming:
1. Open all tubing clamps. Leave the blue clip in place. 
2. If using a syringe, press the syringe plunger to remove air. 

If using an IV bag, allow gravity to fill the fluid path with 
fluid. Remove all air from the fluid path. 

3. Close all tubing clamps.

WARNING: Do not attempt to prime the set by attaching a 
syringe to the distal end of the set and withdrawing the air, 
as this will damage the filter.

Step 3- Start the Infusion
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4. Remove the blue clip from the cassette.

5. Insert the cassette hooks into the pump’s hinge pins.

6. Place pump with cassette on firm surface and push down 
on top of pump so cassette fits tightly against  
the pump.

7. Insert a CADD® pump key or coin into the lock, push in 
and turn counter clockwise until the line on the lock lines 
up with the arrow on the side of the pump and you feel the 
lock click into place.

Step 3- Start the Infusion

1. Using aseptic technique, connect the tubing to the 
patient’s access site.

2. Open all tubing clamps and begin the infusion.

WARNING: Ensure fluid path below filter is free of air 
before connection to patient. Please refer to the detailed 
Instructions for Use supplied with the administration set 
for additional information, cautions, and warnings. For 
pump priming, refer to the Operator’s Manual supplied 
with the pump.
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Priming
The sets are designed to be 
easily primed with the blue 
flow stop clip in place.

Closing the fluid path
Remove the blue clip to 
close the fluid path.

Opening the fluid path
Press the green button to 
open the fluid path.

1. Close all tubing clamps.
2. Disconnect the tubing  
 from the patient’s  
 access site.
3. Open all tubing clamps.
4. Press and hold the  

 green button to allow  
 gravity flow.
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